International dosimetry: an evaluation of treatment planning in clinical trials.
A tissue-equivalent phantom containing thermoluminescent dosimeters was mailed in succession to Mount Vernon Hospital, Northwood, Middlesex, England, to Groote Schuur Hospital, Capetown, South Africa, and to Winnipeg General Hospital, Winnipeg, Canada, to determine the accuracy and consistency in treatment for carcinoma of the cervix under hyperbaric oxygen conditions. (Protocol of the Medical Research Council's Working Party on Radiotherapy and Hyperbaric Oxygen.) The data were analysed by the Radiological Physics Center, Houston, Texas, and substantiate uniformity at and between the participating institutions.